Cluster Pattern Poincaré in Heart Rate Variability Due to Some Low Voltage QRS Complexes: A Rare Case

Rajani Bala Jasrotia¹, Pramita Dubey¹,*, Arvind Kanchan², Nitin Ashok John¹

ABSTRACT
Heart rate variability (HRV) is sensitive to the changes of the autonomic activity and decreases in looming morbidity of cardiovascular system due to autonomic dysfunction. In heart block or atrial flutter or atrial tachycardia, HRV with high power reported with cluster pattern on Poincaré plot which could be due to low voltage QRS complex beats which were not picked by software for HRV analysis. Picking those beats using custom settings included the beats and reported true HRV of the patient reflecting autonomic activity.

Key words: Cluster pattern, Heart rate variability, Low voltage QRS complexes, Poincaré plot, Software for HRV analysis.

INTRODUCTION
Heart rate variability (HRV) is a very sensitive marker for autonomic activity of the system.¹ It usually decreases in impending morbidity of cardiovascular system due to autonomic dysfunction.² A normal subject usually has a high HRV.³ Sometimes, HRV with very high power is reported. Such cases report cluster pattern on Poincaré plot.⁴ It is found in heart block or atrial flutter or atrial tachycardia.⁵ In this case, cluster pattern and very high HRV is found with no such cause. It was found to be due to some low voltage QRS complex beats which were not picked by software for HRV analysis. Picking those beats using custom settings included the beats and reported true HRV of the patient with torpedo pattern on Poincaré plot, reflecting autonomic activity.

CASE REPORT
This article reports a case, after proper consent, of 66 year old male who is a police subedar (a mid-level junior commissioned officer) who appeared for autonomic testing for Parkinsonism features. His autonomic function test reports are mentioned in Table 1.

DISCUSSION
Heart rate variability (HRV) is a very sensitive marker for autonomic activity of the system.¹ It usually decreases in impending morbidity of cardiovascular system due to autonomic dysfunction.² A normal subject usually has a high HRV.³ A high HRV can also be caused in conditions associated with Poincaré plot different from normal torpedo pattern for example, fan shaped Poincaré plots found in subjects with atrial fibrillation; multiple side lobe patterns found in atrial premature beats or ventricular premature beats; and an island pattern or cluster pattern in heart block, atrial flutter or atrial tachycardia.⁴⁵ That is, a high HRV can sometimes signify a specific pathology if associated with a Poincaré plot apart from the normal torpedo pattern.⁶

Table 1: Autonomic Function Test.

<table>
<thead>
<tr>
<th>Autonomic function test parameter</th>
<th>Value</th>
</tr>
</thead>
<tbody>
<tr>
<td>30:15 ratio</td>
<td>1.142 (normal parasympathetic response)</td>
</tr>
<tr>
<td>Deep breathing ratio</td>
<td>1.85 (normal parasympathetic response)</td>
</tr>
<tr>
<td>Valsalva ratio</td>
<td>1.27 (borderline parasympathetic response)</td>
</tr>
<tr>
<td>Diastolic Blood pressure response to sustained handgrip</td>
<td>&lt;10 mm Hg (abnormal sympathetic response)</td>
</tr>
<tr>
<td>Heart rate variability parameters</td>
<td></td>
</tr>
<tr>
<td>Total power</td>
<td>6.755e+004 millisecond² (ms²)</td>
</tr>
<tr>
<td>Low frequency</td>
<td>1.204e+004 millisecond² (ms²)</td>
</tr>
<tr>
<td>High frequency</td>
<td>4.589e+004 millisecond² (ms²)</td>
</tr>
<tr>
<td>Low frequency: High frequency ratio</td>
<td>0.2624</td>
</tr>
<tr>
<td>Standard Deviation 1 (SD1)</td>
<td>287.7 millisecond (ms)</td>
</tr>
<tr>
<td>Standard Deviation 2 (SD2)</td>
<td>257.6 millisecond (ms)</td>
</tr>
</tbody>
</table>

In this case, a very high HRV was found (Table 1). Detailed analysis of the report revealed a cluster pattern in poincaré plot which was the cause of very high HRV. However, none of the causes could be found on ECG recording of the HRV which would cause cluster pattern, i.e, the patient neither had heart block or atrial flutter or atrial tachycardia.

Keenly observing the Electrocardiogram of HRV recording, it was found that some beats were not picked by the software as shown in the Figure 1(a). These beats were missed because of the low voltage of QRS complexes. The causes of low voltage complexes (voltage less than 5 mm in limb leads in all QRS complexes) can be hypothyroidism, obesity and pleural effusion. The patient had none of these morbidities. This patient was having low voltage QRS complexes in few beats only, the cause of which is not known. It could be a technical error. These low voltage QRS complexes caused the beats to be missed and therefore a spuriously high HRV with cluster pattern on poincaré plot [Figure 2(a)].

To find the actual HRV of this patient, threshold of wave to be identified as QRS complex was reduced from 3 mV to 2 mV using custom settings [Figure 2(b,c)]. This made all the low voltage QRS complex beats to be included in HRV analysis [Figure 1(b)]. Thus real HRV reflecting autonomic function of the patient was determined with a normal torpedo pattern on Poincaré [Figure 2(d)]. The HRV values now were: total power 410.5 m/s², Low frequency 56.73 m/s², High frequency 54.77 m/s².

![Figure 1(a): Beats not picked at around 20, 24, 28 sec.](image)

![Figure 1(b): All beats picked after making changes in the settings.](image)

![Figure 2 (b): Using custom settings to change QRS complex threshold from 3mV to 2 mV.](image)

![Figure 2 (c): Reducing threshold of QRS complex voltage.](image)

![Figure 2 (a): Cluster pattern in Poincaré plot.](image)

![Figure 2 (d): Torpedo pattern on Poincaré plot obtained after making changes in settings.](image)
m/s². Low frequency: High frequency ratio 1.036, Standard deviation1 7.53 milliseconds, Standard Deviation2 30.75 m/s. Thus, the parameters were no more deranged to the previous extent and now reflect the autonomic activity.

It can be said that a very high HRV pattern can be caused by some technical error, which can be minimized by customizing the settings to get the real HRV of the patient. Poincaré plot should be first analyzed. If it is not a torpedo pattern, the cause should be looked in Electrocardiogram recording of HRV, else it may point to some technical error, which should be sort for.

ACKNOWLEDGEMENT

We would like to acknowledge Dr. Shweta Gupta, Senior resident, Dept of Physiology, Dr. Ram Manohar Lohia Institute of Medical Sciences, Lucknow for proof reading the article.

ABBREVIATIONS

HRV: Heart Rate Variability.

REFERENCES
